INTRODUCTION {#sec1-1}
============

Since the renaissance of deep brain stimulation (DBS) in 1987 approximately 100,000 patients have been implanted. Initially, DBS was applied for movement disorders, such as Parkinson\'s disease (PD),\[[@ref2]\] dystonia,\[[@ref6]\] and essential tremor.\[[@ref1]\] In past years, DBS has also been increasingly used for behavioral disorders such as Tourette syndrome (TS),\[[@ref22]\] obsessive compulsive disorder (OCD),\[[@ref12]\] mood disorders,\[[@ref11]\] anorexia nervosa,\[[@ref23]\] and Alzheimer\'s disease.\[[@ref7]\]

The clinical efficacy of DBS is multifactorial, and correct patient selection is fundamental. Tailored target selection on patient symptomatology is equally of critical importance. Finally, a perfect lead positioning is required in order to obtain the best clinical results. DBS is a highly precise surgical procedure, wherein a millimetric error might lead to poor clinical results or to adverse stimulation effects. In most centers, intraoperative final lead position is valuated with lateral and anterior--posterior X-rays, whereas outside the operating room a ventriculography, stereotactic computed tomography (CT) scan or magnetic resonance imaging (MRI) are imaging options.\[[@ref8][@ref9][@ref14][@ref15][@ref19]\] The main limitation of intraoperative X-rays is that they are bi-dimensional. The need of more accurate intraoperative evaluation has introduced in the last years new devices such as intraoperative CT scan and interventional MRI.\[[@ref3][@ref20]\] The main purpose of these devices is to obtain an immediate intraoperative, accurate evaluation of the leads, avoiding the need of transfer of the patient to the radiological unit.

In this paper, we present our large experience with intraoperative CT imaging (O-Arm Medtronic, Medtronic, Minneapolis, Minnesota, 55432-5604, USA) in DBS lead evaluation. Our objective is to discuss the safety, effectiveness, advantages, and disadvantages of this procedure.

MATERIALS AND METHODS {#sec1-2}
=====================

We have 202 patients who underwent DBS at our Institute from June 2009 to December 2014 for PD, dystonia, essential tremor, progressive supranuclear palsy (PSP), TS, OCD, and depression. The selected targets were the subthalamic nucleus (STN) for PD, the posterior-ventral globus pallidus internus (GPi) for PD, the ventral-intermedia nucleus (VIM) for essential tremor, the pedunculopontine nucleus (PPN) for PSP, the nucleus-accumbens-anterior limb of internal capsule (NA-ALIC) for TS, and the ventroral-centromedian-parafascicular complex (VO-CM/Pf) and the anterior-medial GPi for TS.

Preoperatively, one to two days prior to the surgery all patients underwent brain MRI (1.5 T Avanto Siemens, Avanto Siemens Medical Solutions USA, Inc, Malvem, PA 19355, USA), and following sequences were used: In all patients volumetric gadolinium enhanced T1-weighted sequences of 1 mm of slice thickness were obtained; for STN, NA-ALIC, GPi posterior-ventral (p.v) and PPN targeting a 2 mm T2-weighted axial and coronal sequences were also added; and for Gpi p.v and PPN axial 2 mm DPI sequences were added. On the day of surgery, we positioned the head frame Cosmann--Roberts--Wells under local anesthesia and performed a stereotactic brain CT scan. All images subsequently were sent to a Neuro-Navigation Stealth Station System (Treon Medtronic, Medtronic Navigation Louisville, CO 80027 USA), where MRI images were fused to the stereotactic CT images. Subsequently, the Talairach Grid was uploaded to reformat the MRI images in order to produce images orthogonal to the anterior commissure-posterior commissure (AC-PC) line and sagittal plane. In PD or dystonia patients, the Schaltenbrand--Wahren atlas was also applied. In cases, in which an optimal correspondence between the atlas and the patient\'s MRI was observed, the target coordinates given by the atlas were chosen. Whereas in other patients with poor correspondence between the target and the atlas, the target was directly visualized on MRI images; for STN targeting, the area chosen was at the dorsal-lateral part of the STN identified as the biconvex hypointense area in the axial T2 sequences, the target area lies lateral to the red nucleus at the level of its anterior border; for the posterior-ventral GPi the area identified was at the posterior part of the GPi at the cross point with the optic tract that lies immediately below the target. The NA-ALIC was directly visualized on axial and coronal T2 sequences. In TS patients, the VO-CM/Pf was targeted at the fixed coordinates of 5 mm lateral, 2 mm posterior to mid-commissural point at the level of the AC-PC plane. After determination of the target coordinates, the patient was transferred to the operating room and the surgery was started. Procedures were performed under local anesthesia, and mild sedation (dexmedetomidine) was given in some particular cases. In some TS patients, due to relevant tics the procedure occurred under general anesthesia.

Patient positioning {#sec2-1}
-------------------

Patient positioning is complex when using O-ARM. The operating table should be shifted toward the head position in order to be as far as possible from the base to give free access to the O-ARM. Patient\'s head frame Mayfield part, fixed to the operating table, should be in the vertical position in order to allow a free mobility of the acquiring part of the O-Arm. The intraoperative CT scan is positioned on the head of the operating table and different positions of the acquiring part must be memorized in order to allow safe movement of the device, avoiding collision with the frame or with the operating table \[[Figure 1a](#F1){ref-type="fig"}\]. The working position must be comfortable for the patient, the surgeon, and the anesthetist \[Figure [1b](#F1){ref-type="fig"} and [c](#F1){ref-type="fig"}\]. The two final positions are the working position and the acquiring position \[Figure [1c](#F1){ref-type="fig"} and [d](#F1){ref-type="fig"}\]. The correct position of the acquiring state is confirmed by a lateral and anterior--posterior X-ray. The next step is draping. We use a large transparent surgical drape that permits a large coverage of the O-Arm dividing the operating room in a sterile and in a nonsterile part \[[Figure 1b](#F1){ref-type="fig"}\].

![(a) Several positions are memorized, which allows the safe movement of the device (b) the device positioned during surgery, on the left the surgical part and on the right part the anesthetist and neurologist area; (c) the device positioned in the working position is seen; it is imperative that there is no obstacle for the surgeon; (d) the device in the acquiring position](SNI-7-551-g001){#F1}

Surgical procedure {#sec2-2}
------------------

We used 1 to 3 microelectrodes that advanced 0.5 mm every 30 s starting 10 mm above the target up to 1--3 mm below the target. After microrecording (MER), we performed macrostimulation to evaluate for adverse events or clinical improvement. After choosing the best site to stimulate, we performed anterior--posterior and lateral X-rays with the guides in the position. We then positioned the lead and repeated the anterior--posterior and lateral X-ray to assess for any unwanted displacement of the lead. After positioning and fixing both electrodes with Stim-lock, we performed intraoperative CT imaging, with images sent to the Neuronavigation Stealth Station. Intraoperative O-Arm images were fused with the preoperative brain stereotactic CT scan and the brain MRI. The final lead position was compared with the preoperative trajectories and the selected target coordinates. The lead was repositioned if it had a distance from the chosen target of more than 2 mm. On the first or second day after electrode implantation and before internalization and IPG positioning, all patients underwent brain MRI to confirm the correct lead position.

In the first 20 patients, we performed postsurgical stereotactic CT scan images and an intraoperative CT scan with O-Arm, and both images were sent to the Neuronavigation Stealth Station and the coordinates were compared.

RESULTS {#sec1-3}
=======

In the first 20 patients, the coordinates obtained with the intraoperative O-Arm and post surgical stereotactic CT-scan were identical. Because of this confirmation of the reliability of intraoperative O-Arm images, in all subsequent cases we used only intraoperative O-Arm images to confirm lead positioning.

Of the 202 evaluated patients, in 14 patients (6.9%) (16 electrodes, in two patients both sides), leads were in the suboptimal position (distance greater than 2 mm from the chosen target) after intraoperative CT scans \[[Table 1](#T1){ref-type="table"}\]. Leads were repositioned immediately in the operating room. Mean and standard deviation of the error was 2.52 ± 1.05 mm along the X-axis and 2.25 ± 1.27 along the Y-axis. In the cases with alteration in the Z-axis, the error was corrected immediately under fluoroscopic guidance. In all the 14 patients, an immediate repositioning was done. In two patients (STN target), on one side the lead was repositioned after observing a suboptimal position on brain MRI performed 2 days after the surgery. In both of these patients, a discrete pneumoencephalus has been developed during surgery such that the electrode was in the correct stereotactic coordinates, however, the brain shift had determined a shift of correct anatomic area.

###### 

Lead position with intra-operative CT

![](SNI-7-551-g002)

DISCUSSION {#sec1-4}
==========

DBS is a validated procedure for movement disorders such as PD, dystonia, and tremor and is emerging as a promising therapeutic option for psychiatric diseases.\[[@ref16]\] One should note that this procedure is costly, and consequently a perfect application is required. With perfect application, we mean perfect indication (patient and target selections), execution (surgical procedure), confirmation (radiological examination), and follow-up (IPG settings). To our knowledge, this is the largest reported series on intraoperative CT imaging with O-Arm. The aim of this report is to evaluate the efficacy and safety of intraoperative CT-scan DBS lead evaluation.

Efficacy in evaluating lead position {#sec2-3}
------------------------------------

One of the main concerns of functional surgeons is the correct lead position. In a 2006 review, lead misplacement occurred in approximately 5% of cases,\[[@ref4]\] while another study reported suboptimal placement as the main reason for poor clinical outcome in 46% of cases.\[[@ref13]\] Hitherto the most frequent postoperative imaging techniques are (historically) cerebral ventriculography, CT, and MRI.\[[@ref9][@ref14][@ref15]\] The limitations of these techniques are that in case of suboptimal lead positioning the patient has to return to the operating room, starting once more the entire surgical procedure to correct the lead position. A valid three-dimensional intraoperative radiological evaluation might avoid all these inconveniences. Intraoperative CT scans and/or interventional MRI have been previously reported for the evaluation of DBS lead position.\[[@ref3][@ref20]\] The first report of intraoperative 1.5 T MRI for lead confirmation in DBS was that of Lee *et al*.\[[@ref10]\] The authors reported that, with intraoperative MRI, a real-time lead confirmation can be obtained with the possibility of evidencing hemorrhagic complications. In fact, intraoperative MRI detected intracerebral hemorrhage in 4 patients, one was surgically removed in the MRI operating theater. The authors did not find any statistical differences between 0.2T and 1.5T in evaluating the electrode position. In the following years, other authors have used interventional MRI not only for electrode detection but also for surgical planning of DBS.\[[@ref20][@ref21]\]

A detailed description of the procedure with intraoperative CT scan with O-Arm has been that of the group lead by Starr.\[[@ref17]\] These authors compared the intraoperative CT with the postoperative MRI and found no substantial differences in average absolute (scalar) and average vector in the x, y, and z-coordinates. The average Euclidian distance between intraoperative CT and postoperative MRI was 1.65 ± 0.19 mm, which was statistically different from zero (*P* \< 0.01). Another detailed study on O-Arm application in DBS is that of Holloway *et al*., where the authors compared the intraoperative CT (O-Arm) with postoperative CT imaging.\[[@ref5]\] The authors reported a discrepancy between the O-Arm images and CT scans with a mean error of 0.72 mm (SD: 0.38) and significant *P* value in the anterior--posterior coordinates, with the leads in the O-Arm images slightly more anterior than in the CT images. The authors also calculated the errors on repeated CT scans (mean error: 0.78 mm; SD: 0.38) and on repeated O-Arm images (mean error: 0.52 mm; SD: 0.31). Holloway *et al*. considered several variables for their findings, such as brain shift or DBS bowing, however, they could not elucidate the definitive reason for these differences.

In our experience, we did not find any difference between intraoperative CT scan electrode coordinates obtained with O-Arm and electrode coordinates obtained with postsurgical stereotactic CT scan. In our series, we had to reposition leads in 14 out of 202 patients after detection of the error in lead positioning by intraoperative O-Arm CT scan. A need to reposition the electrode was considered as misplacement that exceeded 2 mm from the chosen area. The lead misplacement in 6 cases was secondary to dura mater lead displacement, which required a further opening and coagulation of the dura mater prior to lead repositioning; in 3 cases, lead was misplaced probably during the fixing of the lead to the skull because in these cases it has been particularly complex fixing to the skull, whereas in the remaining three cases we did not find any reasonable cause of lead misplacement. In 9 cases, the cause of the error was technical, during lead fixation to the skull, or after implantation due to dura mater. Considering that during surgery MER and macro-stimulation lead position was optimal, here the leads were directly positioned in the chosen stereotactic coordinates without having to repeat all surgical steps. In the 3 patients, where we did not find any reason for the error, the entire procedure with MER and macro-stimulation was repeated.

In 2 patients, where the intraoperative CT scan did not show an error, the patients had relevant pneumoencephalus. We think that this condition determined a considerable brain shift and hence the correct stereotactic coordinates did not match with the correct anatomical site. A stereotactic CT scan could miss such an error whereas a more anatomic imaging such as MRI is reliable for these cases. We repeated surgery after complete air absorption.

Safety {#sec2-4}
------

A safe procedure is defined as a procedure that does not cause immediate or tardive side effects. Immediate side effects with intraoperative imaging techniques may result from a run-in between the device and the patient, frame, or other parts in the operating room. We had no adverse events during all imaging procedures, i.e., we had no patient injury during movement of the device for the acquisition of the images. We have to underline that, in the first patients, we had some difficulties in finding the most optimal working position for the intraoperative CT, which would be comfortable for the surgeon, for the patient, and the anesthetist. With experience, we solved this issue by correcting the position of the parts of the head frame and the position of the device with the operating table. Equally crucial is that during the movement of the device, the sterility is always maintained, which we solved with a large transparent drape.

With respect to the tardive side effects, one of the main concerns are effects of radiation. Zhang *et al*. demonstrated that the O-arm CT scanner delivers approximately 50% of the radiation dose of a routine 64-slice CT scanner.\[[@ref24]\]

Advantages {#sec2-5}
----------

First of all an intraoperative evaluation reduces the discomfort of the patient, the surgeon, and the anesthetist caused by the patient\'s transfer from the operating room to the radiological unit. It reduces the time of control or the time of repositioning in cases of lead misplacement. Furthermore, in patients undergoing DBS under general anesthesia, the transfer is more difficult and after imaging the patient has to return to the operating room to bring the patient out of anesthesia. One should pay attention to those cases where correct implantation is difficult. In 3 patients, without knowing the exact cause of lead misplacement, the lead was in a suboptimal position after more than one attempt. Not using the O-arm in these cases results in having to transfer the patient to the radiology department and then back to the operating room. Immediate intraoperative imaging evaluation reduces the time of the procedure.

Disadvantages {#sec2-6}
-------------

Our intraoperative CT scan does not have the software for elaboration of the images of the brain parenchyma so it visualizes only the electrodes. Early hemorrhages are, therefore, not detected by this exam.

Another potential limitation is the airway control by the anesthetist. In local anesthesia procedure, anesthetist should have the possibility of prompt and easy airway control. We had 8 patients who had an epileptic crisis that required an interruption of the procedure and breathing assistance after lorazepam administration. In all cases, a rapid removal of the sterile part, head frame, and of the O-Arm was done with prompt airway control by the anesthetist. Anesthetists did not find any differences in emergence management with the previous cases of epileptic crisis during DBS performed with C-ARM.

Surgeon comfort during surgical procedure is another critical point. In the first procedures, the surgeon was not comfortable during surgery due to the cumbersome O-Arm in comparison to the X-ray device. However, with time, we optimized the position of the O-Arm in order to have the patient head as out as possible, and to date there is no difference with the previous X-ray\'s position.

CONCLUSIONS {#sec1-5}
===========

Intraoperative CT scan is safe, efficacious, and a fast procedure that helps reducing the time of evaluation of DBS lead position.\[[@ref18]\] In our opinion, intraoperative CT scan can substitute postoperative CT scan but should not substitute the postoperative MRI, especially for targets clearly visible on MRI, such as the STN or the GPi, whereas for stereotactic targets such as the Vo/Cm-Pf the intraoperative CT scan might be sufficient for electrode evaluation.

Particular attention must be reserved for patients with relevant pneumoencephalus as leads might be positioned in the correct stereotactic area but due to brain shift maybe localized in a wrong anatomical area. Further, it is important to consider that this examination misses the intraparenchymal hemorrhages, so in all patients in whom there is a suspicion of intracranial hemorrhage a brain CT scan should be performed. Furthermore, this exam, despite the abovementioned disadvantages, exposes the patient to a lower dose of radiation than conventional CT scan, thus along with comparable evaluation has the advantages of lower radiation dose.
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